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Electrical impedance tomography (EIT) produces an image of the electrical impedance distribution of tissues in the body, using
electrodes that are placed on the periphery of the imaged area. These electrodes inject currents and measure voltages and from
these data, the impedance can be computed. Traditional EIT systems usually inject current patterns in a serial manner which
means that the impedance is computed from data collected at slightly diﬀerent times. It is usually also a time-consuming process.
In this paper, we propose a method for collecting data concurrently from all of the current patterns in biomedical applications
of EIT. This is achieved by injecting current through all of the current injecting electrodes simultaneously, and measuring all of
the resulting voltages at once. The signals from various current injecting electrodes are separated by injecting diﬀerent frequencies
through each electrode. This is called frequency-division multiplexing (FDM). At the voltage measurement electrodes, the voltage
related to each current injecting electrode is isolated by using Fourier decomposition. In biomedical applications, using diﬀerent
frequencies has important implications due to dispersions as the tissue’s electrical properties change with frequency. Another
signiﬁcant issue arises when we are recording data in a dynamic environment where the properties change very fast. This method
allows simultaneous measurements of all the current patterns, which may be important in applications where the tissue changes
occur in the same time scale as the measurement. We discuss the FDM EIT method from the biomedical point of view and show
results obtained with a simple experimental system.
Copyright © 2007 Yair Granot et al. This is an open access article distributed under the Creative Commons Attribution License,
which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.
1. INTRODUCTION
Electrical impedance tomography (EIT) is an imaging tech-
nique that produces an image of the spatial distribution of
the electrical impedance of an object from electrical mea-
surements made with an electrode array on its periphery
[1–3]. Image reconstruction in EIT is an inverse problem in
which the electrical impedance of a domain is determined
from the solution of Laplace’s equation with the boundary
conditions speciﬁed by electrode measurements. In a typical
procedure, electric current is injected and removed through
a pair of electrodes, while the resulting potentials are mea-
sured at other electrodes. The solution of Laplace’s equation,
which best satisﬁes all of the boundary conditions would re-
vealthedesiredimpedancedistribution.Increasingthenum-
ber of electrodes and the number of current injection pair
combinations can improve the quality of the EIT image [4].
However, when this is done in a serial manner, data collec-
tion might be time consuming, which is detrimental when
the conductivity distribution is changing dynamically.
In stationary EIT measurements, the data collection time
isnotaparameter,butindynamicalscenarios,thereisaneed
to address the changing conductivities over time. In some in-
stances, these changes are actually used to perform temporal
diﬀerential EIT with biological tissue. Comparing the results
from two measurements can show the areas where the con-
ductivity has changed over time, but the main theme of this
study is not concerned with diﬀerential EIT. When one mea-
sures an unstable quantity, the measurement should either
be short enough so that the quantity is essentially constant
throughout the measurement, or alternatively, consider the
changes during the data acquisition period. One approach to
accountforthechangesusesaKalmanﬁlter[5]totrackthem
from one voltage measurement to the next. It assumes that
during the relatively short time of a single current injection,
the conductivity is constant. Although this is not enough to2 International Journal of Biomedical Imaging
reconstruct the image, the conductivity may already be esti-
mated and it is modeled as a dynamically changing variable.
Thevaluesforthenextvoltagemeasurementarepredictedby
the Kalman ﬁlter according to this model and are reﬁned as
more and more measurements are made.
There are several other approaches to deal with dynam-
ically changing situations [6, 7] that acknowledge the fact
that the impedance is changing from one measurement to
the next. These usually account for this rapid change in the
data processing phase and are used in many cases where the
change is cyclic, for example, in cardiopulmonary monitor-
ing. We are interested in cases where the change may not be
cyclic but rather in a transition from one state to another.
We would also like to be able to complete the data collection
phase before any noticeable change occurs, so that there will
be no need for using special techniques in the data process-
ing phase. Other solutions include the use of extremely short
pulses that may obtain up to 1000 frames per second, but
these are used mostly in industrial applications [8].
In this paper, we propose a diﬀerent method of dealing
with rapidly changing conductivities, namely, injecting and
measuring the eﬀects of all the current injecting electrodes
simultaneously and using the principle of superposition in
the decomposition and analysis of the output data. Simulta-
neously injecting currents from multiple electrodes has been
suggested in the past as a method of controlling the current
distribution within the body for the adaptive current tech-
nique [9]. Yet, in the adaptive current technique, it is impos-
sible to distinguish between the eﬀects of the various current
sources because of the linearity of the equation. If the cur-
rents from the diﬀerent sources are each injected at a unique
frequency, a Fourier decomposition of the resulting mea-
sured voltages would match the injecting currents, and the
eﬀects of each injecting current electrode could be isolated.
This way, rather than performing numerous measurements
with diﬀerent current injecting electrodes and using linear
superposition to analyze the data, like in conventional EIT,
we can perform one single measurement in which each in-
jecting electrode uses a diﬀerent frequency, and we use the
superposition principle with Fourier decomposition for the
output data. This is called frequency-division multiplexing
(FDM) EIT. A similar concept was also proposed for indus-
trial applications of EIT [10]. That study uses neural net-
works, and its focus is data collection speed in industrial ap-
plications.Ourresearchwasoriginallymotivatedbytheneed
to perform simultaneous measurements to capture a speciﬁc
instant in the dynamically changing electrical properties of
tissue and was developed for monitoring minimally invasive
surgery such as cryosurgery and electroporation [11–13]. In
this paper, we analyze the situation using the ﬁnite element
method (FEM) and address the important implications of
imaging biological tissues. Probably, the most important is-
sue to consider from the FDM point of view in biomedical
applications is the frequency dispersion. We show how to
account for the dispersions and analyze the errors that may
arise due to them.
Livingtissueisaheterogeneousmaterialcharacterizedby
the presence of the cell membrane, which has a high capac-
itance and a low but complex conductance, and by the elec-
trolytic conductive intra- and extracellular domains. Various
t y p e so ft i s s u eh a v ed i ﬀerent frequency dependent electri-
cal properties. Nevertheless, in all tissues, the conductivity
increases and the relative permittivity decreases from their
low frequency values to the high frequency limits, not grad-
ually but rather in three major steps, termed the alpha, beta,
and gamma dispersions. These dispersions occur in the fre-
quency ranges of below 1kHz, 100kHz–1MHz and above
100MHz, respectively [14]. Several reviews on this topic, as
well as compilations of data, have been published [15–18].
When working with tissues using multiple frequencies,
one must consider the implications of the diﬀerent disper-
sions. In Figure 1, we demonstrate a typical beta dispersion.
The change in the tissue impedance is given as a function of
frequency. We highlight a small section between 5kHz and
20kHz where our actual FDM EIT measurements were per-
formed. Notice the considerable change in impedance be-
tween 100kHz and 1MHz. Since diﬀerent electrodes use dif-
ferent frequencies, the associated impedance that is mea-
sured will vary as well. When the electrical properties of the
diﬀerent tissues that are measured are known or can be ap-
proximated, we are able to overcome this problem. Two pos-
sible solutions are either to choose a frequency band where
thechangeisverysmallortomodelthischangeandcompen-
sate for it when the data is processed. For example, in the fre-
quency band between 5kHz and 20kHz, shown in Figure 1,
the changes in conductivity are relatively small, so we can
treat the conductivity in this region as constant. However,
since we do have a realistic model for even that small change
as a function of frequency, we can compensate for that func-
tion and reduce the errors that result from dispersion. This
is similar to gauging the system for a speciﬁc tissue response.
Intheresultssection,wepresentananalysisoftheerrorsthat
arise if these changes are not accounted for.
In the past, multiple frequency EIT has been used mostly
to diﬀerentiate between tissue types. EIT with two diﬀerent
frequencies can be used to create a diﬀerential EIT image
and detect types of tissue according to their response to the
frequency change. In most of the previous multifrequency
studies, currents are injected in a serial form from diﬀerent
pairs of electrodes [19, 20]. Simultaneous injections of mul-
tiple frequencies for diﬀerential imaging were reported be-
fore [21], but all of the frequencies were injected through the
same electrode. The FDM EIT approach is diﬀerent. Here,
we propose injecting, in each current electrode, a unique
frequency that shall identify this electrode. All frequencies
are chosen from a narrow frequency band in which the tis-
sue response will be similar. Alternatively, the change can be
modeled as explained above, to compensate for known dif-
ferences. Choosing frequencies that are far enough apart, but
still within such a band, we can treat the imaged impedance
as independent of frequency. Thus, it is possible to inject
multiple currents simultaneously with diﬀerent frequencies
from diﬀerent electrodes and use Fourier decomposition to
independently analyze the voltages related to each injected
current. In fact, we use the method of separating the out-
put signal according to frequency as previous authors [21]
but give each signal a geometrical meaning, that is, the par-
ticular electrode from which it was injected rather than aYair Granot et al. 3
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Figure 1: Typical example of a beta dispersion in a tissue. A speciﬁc
band between 5kHz and 20kHz is shown in more detail to demon-
strate the nearly linear relation.
physiological meaning. In this report, we describe the con-
cept of FDM EIT for biomedical applications, treat the ques-
tion of choosing suitable frequencies and analyze the errors
that result from incorrect assumptions. Finally, we show ac-
tual results from a real FDM system, demonstrating that si-
multaneously injecting several frequencies does not impair
the reconstruction process.
2. MATERIALS AND METHODS
Figure 2 illustrates the concept of the FDM EIT technique.
The ﬁgure shows an ideal implementation of a possible
FDM EIT system with 16 electrodes. As an example, even-
numberedelectrodesareusedtoinjectcurrentsintothesam-
ple whereas odd-numbered electrodes are employed to mea-
sure the resulting voltage diﬀerences. Using only half of the
available electrodes for each task aﬀects the reconstruction
quality, but this is not speciﬁc for FDM, and the conse-
quences are identical to traditional systems that apply two
sets of electrodes [22]. The currents are simultaneously in-
jected from the current electrodes to a single sink electrode
(electrode number 0). Each AC current source has a spe-
ciﬁc frequency and the voltage diﬀerences are demodulated
for these frequencies. That is, demodulators (referred to as
“D” in Figure 2) have multiple outputs: one for each in-
jected frequency. Therefore, the contribution from each cur-
rentsourceateachelectrodepaircanbeisolated.Timeisonly
consumed for the demodulation process but not for multi-
plexing. As it will be explained later, demodulation time will
depend on the spectral separation between the injected cur-
rents.
Using several currents simultaneously limits the maxi-
mal current levels that may be used due to safety measures.
However, this limitation is identical in all of the systems that
are using multiple currents, whether these are used for spec-
troscopy [21], adaptive current technique [9] or other appli-
cations [23]. In some biomedical applications [24], the lim-
iting factor may not necessarily be the signal to noise ratio,
and then, using the maximal allowed current is not the top
priority. When considering the same currents, the treatment
of errors in FDM EIT is similar to that of other EIT systems
[25].
2.1. Hardware
In order to demonstrate the feasibility of the FDM EIT tech-
nique and to assess possible implementation methods, we
have built a simpliﬁed version of the above-stated scheme
with a single single-channel demodulator (Figure 3). Multi-
plexing for voltage pairs is required and that makes its time
consumptionperformanceequivalenttothatofpreviousEIT
systems. However, since simultaneous current injection at
diﬀerent frequencies is performed, this low-cost platform is
valid to demonstrate the FDM EIT concept.
The system is composed of 32 stainless steel electrodes
around a circular liquid container (diameter = 65mm),
where 15 electrodes are used as current sources, one for the
current sink, and 16 for voltage measurements. Each elec-
trode injects a current at a slightly diﬀerent frequency. These
frequencies are all in a frequency band for which the con-
ductance of saline solutions is constant between 5kHz and
20kHz. All of the currents had an amplitude of 80μA.
The injected AC currents are obtained from square sig-
nals generated by a set of low cost micro-controllers (μC)
that are ﬁltered by second-order low-pass ﬁlters (LPFs) with
a quality factor (Q) of 4 and centered at the frequency of in-
terest. A diﬀerent ﬁlter was used for each current source and
tuned appropriately for the frequency of that current source.
A more expensive but probably more convenient solution for
futuredesignscouldbebasedondirectdigitalsynthesistech-
niques.
Voltage signals are simply converted into current signals
by means of 100kΩ output resistors. This creates some er-
rors due to the impedance of the sample and the electrodes.
However, in the experiments presented here with saline so-
lutions, such an error is much lower than 1% and does not
create signiﬁcant problems. In other cases, it could be conve-
nient to make use of current sources with much higher out-
put impedances, for instance, based on Howland conﬁgura-
tions [26].
The demodulation process is performed by a commer-
cial lock-in ampliﬁer (Model 7280 BFP, Signal Recovery, Oak
Ridge, TN, USA). A 1:15 multiplexer (MUX) is used to select
one of the current generation signals as the reference signal
(Ref) for the demodulation. The measurements are read by
a PC that is also responsible for controlling the multiplexer’s
signals.
A classical implementation of a serial single frequency
EITsystemwasalsoimplementedforcomparison(Figure 4).
In this case, however, the current source is based on a mod-
iﬁed Howland circuit [26]. The distribution of current and
voltage electrodes is the same as in the case of the FDM EIT
system. Thus, the results provided by this EIT system should
be equal to those obtained by the FDM EIT system. Because
of that, we will refer to this system as the “emulation” system.4 International Journal of Biomedical Imaging
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Figure 2: Implementation of a possible FDM EIT system with 16 electrodes. AC currents at diﬀerent frequencies are injected simultaneously
intothesampleandarecollectedbyasingleelectrode(0).Diﬀerentialvoltageatelectrodepairsareampliﬁedandprocessedbydemodulators
(D).
GPIB
Lock-inampliﬁer
Vin Ref
RS-232
MUX
2:1 6
16
MUX
1:1 5
μC
15
LPFs
Figure 3: Implemented system for demonstrating the feasibility of
the FDM EIT technique. The electrode setup and the liquid con-
tainer are represented on the right.
2.2. Signalanalysis
Every current in the FDM system is assigned a unique fre-
quency. It is usually associated with a speciﬁc electrode, but
in general, several frequencies could be injected through the
same electrode in parallel. In the following derivation, we as-
sume that only a single current is injected through each elec-
trode and thus there is a one-to-one mapping between the
frequency and the electrode.
The current Ip injected to electrode ip,a tf r e q u e n c yfp,i s
Ip = Ap exp

j

2πf pt +ϕp

,( 1 )
where Ap is the signal amplitude, ϕp is the signal phase, and t
is the time. The frequency in our example is fp = 4+pkHz,
the electrode number is ip = 2p,a n dp = 1,2,...,15.
GPIB
Lock-inampliﬁer
Vin Vout
RS-232
MUX
4:3 2
32
Electrodes
Figure 4: Implemented traditional EIT system for comparison.
The odd-numbered electrodes measure the voltage in all
of the frequencies simultaneously. In order to separate the
signals, care must be taken that the bandwidth of each sig-
nal does not exceed the diﬀerence between two adjacent fre-
quencies. In our example, we take 15 frequencies between
5kHz and 19kHz with a frequency separation of 1kHz. If
the signal’s frequency band extends beyond this gap, signals
willmix.Thisisknownasintersymbolinterference(ISI).The
signalbandwidth,ΔF,isinverselyproportionaltothesignal’s
duration, ΔT,s ow er e q u i r e
ΔT ≥
1
ΔF
= 1msec. (2)
This means that the signal we use to make the measure-
ments (the injected current) cannot be shorter than one mil-
lisecond. Longer signals or demodulation time will lower the
eﬀects of ISI. When sampling the voltages, the exact dura-
tion of the signal may be modiﬁed slightly so that all of the
injected signals complete an integral number of cycles.Yair Granot et al. 5
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Figure 5: FDM EIT reconstruction of a glass disk (20mm in diameter) is in the center of a circular saline tank. (a) FDM measurements. (b)
Emulation results. The scale shows the impedance in Ωcm.
Consider the case of a single current injection. We inject
current Ip to a current injection electrode ip at frequency fp.
We then measure the voltage V
p
l on a voltage measurement
electrode l:
V
p
l = Bp,l exp

j

2πf pt +Φp,l

. (3)
We deﬁne Bp,l and Φp,l to be the amplitude and phase, re-
spectively, at the voltage measurement electrode l that results
from this single injection. Now, we inject several currents
simultaneously through all the current injection electrodes
ip = 2,4,6,...,30. The integrated voltage Vl measured at the
voltage measurement electrode l is the superposition of the
voltages in all of the frequencies. The integrated voltage is
then
Vl =
15 
p=1
V
p
l =
15 
p=1
Bp,lexp

j

2πf pt +Φp,l

,( 4 )
where l = 1,3,...,31.
The signals can be separated by using a Fourier trans-
form. For each Vl, the 15 values of Bp,l and Φp,l are extracted
from the discrete Fourier transform of the sampled voltage
[21]. Alternatively, the voltage can be measured directly for
eachfrequencywiththeappropriatetestequipmentasshown
in Figure 3.
Each voltage component, V
p
l , is used independently in
the reconstruction algorithm in a similar manner to mea-
surements that were acquired serially. In this case, we have
240 such measurements coming from 15 frequencies and 16
voltage measurement electrodes. However, not all these mea-
surements are independent. Since we are measuring the volt-
ages with reference to one another (Figure 2), there are only
15 independent voltage measurements at each frequency.
Hence 225 results are used for the reconstruction process.
3. RESULTS AND DISCUSSION
The reconstruction was implemented using a Matlab pro-
gram that is based on the EIDORS 2D package [27]. We have
used the absolute value of the voltage for our examples but
it is possible to process complex EIT results, where the phase
data,Φp,l,isusedaswell.Wehavecomparedthreecases:sim-
ulation, emulation, and real measurements. In the simula-
tion, we have analyzed the situation theoretically, creating a
mesh with an inhomogeneity and solving the forward prob-
lemtocomputethevoltagesofthevoltagemeasurementelec-
trodes.Thenusingthesevaluesasinput,wesolvedtheinverse
problem to come up with an image of the inhomogeneity. In
theemulation,atraditionalEITsystem,asshowninFigure 4,
was used. Current was injected sequentially into the current
injection electrodes, and measurements were recorded with
the voltage measurement electrodes. A single frequency was
used for the electrodes at each test. The most important re-
sults are these of the FDM system itself. These results show
that the FDM EIT method can be used to reconstruct an im-
age in a realistic scenario.
The real measurements included 15 current sources, as
described above, at frequencies between 5kHz and 20kHz
which were injected simultaneously from all the current in-
jecting electrodes to the current sink. At the same time, mea-
surements were made using the voltage measurement elec-
trodes.
We have tested the system with a circular saline tank
0.09% NaCl, 65mm in diameter, in which we placed a cir-
cular glass object with high impedance, 20mm in diameter.
Figure 5 depicts the results of the reconstruction process us-
ing the emulation data and the real measurements data. It
canbeseenthatinbothcases,thereconstructedimageclearly
shows a circular high impedance object in the center of the
tank.
The same test was repeated with the object placed close
to the current sink electrode. Similar results were obtained.
Figure 6 shows the images that were reconstructed from the
emulation data and the real measurements. Again, we see a
clear circular object near the current sink electrode. The im-
age quality demonstrates the ability of FDM EIT to separate
the various frequencies and treat them independently.
Usingasinglecurrentsinkmeansthatthecurrentdensity
near the sink electrode is higher than in other parts of the6 International Journal of Biomedical Imaging
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Figure 6: FDM EIT reconstruction of a glass disk in a circular saline tank. (a) FDM measurements. (b) Emulation results. The scale shows
the impedance in Ωcm.
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Figure 7: Example of an inhomogeneity near any of the electrodes and its reconstruction. (a) The simulated inhomogeneity. (b) The recon-
structed map. The scale shows the impedance in Ωcm.
tank. We, therefore, tested the accuracy of imaging an object
that is placed near this electrode, and compared it to other
locations. We ran 32 simulations of a small circular object
with lower impedance, which at each run was placed close to
one of the 32 electrodes. The electrodes are uniformly spaced
around the disk at distances of 360/32 = 11.25 degrees.
Figure 7 depicts an example of a synthetic inhomogene-
ity that was positioned next to one of the electrodes and its
reconstructed image. For each inhomogeneity, the injected
currents were simulated and the resulting voltage measure-
ments were computed. With the computed voltages as an
input, the reconstruction process was run to obtain the es-
timated impedance inside the tank. These values were then
compared to the true impedance with which we started and
thus the error was obtained. We repeated the same process
withthetrigonometriccurrentpattern[28]implementedus-
ing half of the electrodes for current injection and half for
voltage measurement. In this current pattern, the electrodes
inject a combination of sine and cosine functions at the same
frequency and the process is repeated 16 times: each time
changing the injected current in the electrodes. It is worth-
while noting that the trigonometric current pattern we have
used does not have a particularly high current density near
any of the current electrodes. Comparing the errors of the
two patterns will allow us to determine whether the FDM
current pattern has any particular regions of better or worse
accuracy.
The performances of the FDM and trigonometric cur-
rent patterns, according to Figure 8, are quite similar. Both
methods show comparable errors for diﬀerent angles of
the object’s location. The odd-numbered electrodes (11.25◦,
33.75◦, etc.) are the voltage measurement ones and the error
in front of them is somewhat larger than in front of the cur-
rentinjectingones.Thisisprobablyduetothehighercurrent
density in this area, which is why it aﬀects both current pat-
terns. The error does not change considerably when the in-
homogeneity is moved around the disk’s perimeter but with
FDM, it is slightly smaller than with the trigonometric pat-
tern in front of the current sink. This can be seen at the edges
of the ﬁgure since the sink is at 360◦, which is also 0◦.T h e
smallererrorsinfrontofthesinkelectrodesmaybeexplained
by the fact that the current density is higher at this location
intheFDMpatternbutnotinthetrigonometriccurrentpat-
tern.
Since all measurements are corrupted by noise, it is im-
portant to test the noise sensitivity of the method. We haveYair Granot et al. 7
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Figure 9: Performance of the FDM and trigonometric current pat-
terns for diﬀerent noise levels tainting the voltage measurements.
tested the FDM current pattern with additive white gaussian
noise tainting the voltage measurements and compared the
performance to that of the trigonometric current pattern.
The test was performed with simulated inhomogeneities at
diﬀerent locations around the disk. The root mean square
(RMS) error was computed and averaged for the entire set of
tests at a given noise level.
The results of this test are depicted in Figure 9 that shows
the RMS error as a function of the noise level, N0. N0 is the
standard deviation of the gaussian noise, given in terms of
percent of the RMS of the voltage measurements. The toler-
ance of both current patterns to noise is identical, and both
performwelluptonoiselevelsofabout0.5%.Athighernoise
levels, no clear image is reconstructed, and the diﬀerence be-
tween the methods is insigniﬁcant.
Inmanybiomedicalapplications,SNRisalimitingfactor
due to safety concerns regarding the maximal injected cur-
rent. In the frequency band between 1kHz and 100kHz, the
current limit increases linearly with the frequency, so a cur-
rent injected at 20kHz, for example, can be twice as large as
a current at 10kHz, and still be within the safety limits [23].
In our default conﬁguration, all of the currents are injected
at the same amplitude but due to the smaller eﬀect of the
currents at higher frequencies, this amplitude will be higher
than the amplitude of a system using only lower frequencies,
and lower than that of a high frequency system. Since we are
using pure sine waves, the RMS current will simply be 0.707
times the amplitude. The SNR depends of course also on the
noise level, which is associated with the speciﬁc implementa-
tion of the measurement device, but should not be diﬀerent
than those of other multiple current systems.
One of our major results is the eﬀect of frequency disper-
sion on the FDM system. Our assumption is that the mea-
surements are performed in a limited bandwidth in which
the tissue conductivity is constant, or almost constant for ev-
ery frequency. But it is important to check the consequences
of using the FDM method when this assumption is not com-
pletelyfulﬁlled.Todothat,wehavetestedascenarioinwhich
the conductivity of the tissue does change with frequency.
Assuming that the conductivity changes in a linear fashion,
we examine the diﬀerence in the reconstructed image when
the eﬀective conductivity distribution is slightly diﬀerent for
each electrode. In this case, using frequencies between 5kHz
and19kHz,welook, forexample,atachangeof1%perkHz.
So, the ﬁrst current injected electrode at 5kHz refers to the
original conductivity, 1σ, for the second one at 6kHz, the ef-
fectiveconductivityis1.01σ,forthethirdat7kHz,itis1.02σ,
and so forth.
The simulation result depicted in Figure 10 is of a circu-
lar object with a radius of 10mm at the center of a disk with
a radius of 32.5mm. The ﬁgure shows the RMS error as a
function of the conductivity’s dependence on frequency. The
graph starts with 0% perkHz (no changes at all) and displays
the results for changes of up to 3% per kHz. The relative er-
rors are small and the image is reconstructed in a compre-
hensible manner up to changes of 1% per kHz. This is a large
dispersion that is not common in most tissues. In this ex-
ample, this dispersion demonstrates a successful reconstruc-
tion with a diﬀerence in conductivity of up to 15% across the
frequency band. This demonstrates that it is possible to use
much wider frequency bands and still obtain a good image
with FDM EIT.
4. CONCLUSIONS
A method for simultaneous collection of EIT measurements
was proposed and analyzed. A prototype was built and tested
toshowthatthismethodcangiveresultsthatarecomparable
with traditional data collection methods that serially inject
current through electrode pairs. Our tests conﬁrm that it is
possible to inject several currents concurrently, even within8 International Journal of Biomedical Imaging
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Figure 10: Error in reconstruction caused by large changes in con-
ductivity as a function of frequency
a narrow frequency band, and still separate them and treat
themindependently.Thismethodisrelativelyrobusttonoise
in the voltage measurements and to dispersion eﬀect in most
tissues. The concept described here for electrical impedance
tomography could be also implemented in other imaging
techniques dealing with electromagnetic ﬁelds, such as mag-
netic impedance tomography.
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